
Programming Compliance 

VIRTUES SOC P value 

n= 562 N=553 

n (%) 

Shock reduction programming N=556 N=548 0·0351 

No 12(2·2%) 4(0·7%) 

Yes 431(77·5 %) 408(74·5 %) 

N/A 113(20·3 %) 136 (24·8 %) 

Minimization of ventricular pacing where appropriate N=556 N=548 0·3145 

No 11(2·0%) 6(1·0%) 

Yes 380(68·4 %) 392 (71·5 %) 

N/A 165 (29·7 %) 150 (27·4 %) 

CRT >98% 0·8747 

No 37 (6·7 %) 37 (6·7 %) 

Yes 145 (26·1 %) 136 (24·8 %) 

N/A 373 (67·2 %) 376 (68·5 %) 

Programming for battery longevity N=552 N=548 0·4469 

No 13 (2·4 %) 17 (3·1 %) 

Yes 539 (97·6 %) 531 (96·9 %) 

Capture verification on N=553 N=548 0·0426 

No 63 (11·4%) 85 (15·6 %) 

Yes 490 (88·6 %) 461 (84·4 %) 

Supplementary Table 5 VIRTUES ICD




