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Low range RSD (%, n=3) RE (%, n=3)

0.2 5 10 0.2 5 10

Bench-top stability 5.03 4.21 0.93 −12.56 0.97 5.16

Autosampler stability 10.46 1.71 2.7 14.03 3.85 6.6

Short-term stability 3.38 1.51 2.86 −10.37 0.87 2.51

Long-term stability 13.91 1.32 1.3 5.8 9.52 12.87

Freeze/thaw stability 2.31 0.41 5.97 −1.82 −2.36 −1.43

High range RSD (%, n=3) RE (%, n=3)

10 100 200 10 100 200

Bench-top stability 0.86 2.01 1.56 14.62 9.82 8.6

Autosampler stability 2.72 1.86 1.62 5.72 3.24 0.1

Short-term stability 2.91 0.95 1.35 −2.05 −2.66 −1.81

Long-term stability 1.28 0.71 3.44 12.52 4.53 6.92

Freeze/thaw stability 6.05 3.63 1.73 −1.73 −1.40 3.41

CMZ concentration (μg/mL) CMZ concentration (μg/mL)

RSD : Precision, RE : Accuracy.

Table 3 Effect of storage conditions on the stability of CMZ in plasma

CMZ concentration (μg/mL) CMZ concentration (μg/mL)


