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	Population
n=245
	H0H3 Subgroup
n=139
	H3H6 Subgroup
n=106

	Sensitivity
	100% [78.2% - 100%]
	100% [66.4% - 100%]
	100% [54.1% - 100%]

	Specificity
	25.2% [19.7% - 31.3%]
	18.5% [12.2% - 26.2%]
	34.0% [24.8% - 44.1%]

	NPV
	100% [93.8% - 100%]
	100% [85.7% - 100%]
	100% [89.7% - 100%]

	PPV
	8.0% [7.5% - 8.6%]
	7.9% [7.3% - 8.5%]
	8.3% [7.4% - 9.5%]

	LR+
	1.34 [1.24 - 1.44]
	1.23 [1.13 - 1.33]
	1.52 [1.32 - 1.74]

	LR-
	0
	0
	0

	Avoidable CCT (%)
	23.7%
	17.3%
	32.1%

	NPV: negative predictive value; PPV: positive predictive value; LR+: positive likelihood ;  LR-: negative likelihood ; CCT: cerebral computerized tomography; 
Laboratory threshold 0.105µg/L; Avoidable CCT: rate of true negative results, calculated from the contingency table
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