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	Sharpness of the lesion edge
	

	     5
	Sharp, no blurring

	     4
	Mild blurring

	     3
	Moderate blurring

	     2
	Severe blurring

	     1
	Not Diagnostic

	[bookmark: OLE_LINK36]Lesion conspicuity
	

	     5
	excellent contrast of lesion

	     4
	easy to detect

	     3
	recognizable

	     2
	minimally perceivable

	     1
	difficult to find

	Motion artifacts
	

	     5
	No Artifacts

	     4
	Mild Artifacts

	     3
	Moderate artifacts

	     2
	Severe artifacts

	     1
	Not Diagnostic

	[bookmark: OLE_LINK37]Overall image quality
	

	     5
	Excellent

	     4
	Good, not affecting interpretation

	     3
	Moderate, potentially affecting interpretation

	     2
	Poor, definitely affecting interpretation

	     1
	Not Diagnostic



