Table 1. Preoperative Corneal Astigmatism Measurements and Their Changes 
	Measuring Device
	Measurement Parameter
	Astigmatic Power (D)
	Astigmatic Axis (°)
	Postoperative follow-up intervals

	
	
	
	
	1 month (1 m)
	2 months (2 m)
	3 months (3 m)
	10 months (10 m)

	IOL master700

	K
	0.7
	63
	/
	1.92
	1.54
	1.2

	
	TK
	0.67
	52
	/
	2.25
	1.69
	1.26

	Pentacam

	SimK
	1.6
	66.0
	2.1
	2.3
	1.7
	1.4

	
	TCRP
	1.7
	62.6
	2.3
	2.6
	1.8
	1.1

	
	TNP
	1.7
	62.3
	2.5
	2.7
	2
	1.3

	
	ERK
	1.53
	61.6
	2.25
	2.59
	1.79
	1.29


